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Kinesia 360 Data Report 

Subject ID: 1001 

Data Collection Date(s): 13/01/2015 

 

 

Summary Data 

Total Wear Time: 9:52 HR 

 

Tremor Summary Data 

  Time Percent Wear Time 

Total Time TremorDetect=0 2:46 28 

Total Time TremorDetect=1 7:06 72 

      

Time Rnd (TremorScore) = 0 2:46 28 

Time Rnd (TremorScore) = 1 1:42 17.2 

Time Rnd (TremorScore) = 2 5:24 54.7 

Time Rnd (TremorScore) = 3 0:00 0 

Time Rnd (TremorScore) = 4 0:00 0 

      

Average (Tremor Score) 0.88   

Standard Dev (Tremor Score) 0.69   

 

 

Dyskinesia Data Summary 

  Time Percent Wear Time 

Total Time DysDetect=0 8:20 84.5 

Total Time DysDetect=1 1:32 15.5 

      

Time Rnd (DysProb) = 0 7:42 78 

Time Rnd (DysProb) = .5 0:38 6.4 

Time Rnd (DysProb) = 1 1:32 15.5 
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Mobility Data Summary 

  Time Percent Wear Time 

Total Time Rest 0:25 4.3 

Total Time Active (Non-Gait) 2:14 22.7 

Total Time Gait 7:12 73 

      

Total Active Time 9:26 95.7 

      

Wear Time Steps 549   

% Arm Swing During Gait 92.1   

  

Subject Reported Diary 

  Time Percent Day Percent Waking Day 

Sleeping 9:30 39.6   

OFF 8:30 35.4 58.6 

ON 1:30 6.3 10.3 

ON with Non-Troublesome Dys 2:00 8.3 13.8 

ON with Troublesome Dys 2:30 10.4 17.2 
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Patient 

ID Date Time 

Tremor 

Detect 

Tremor 

Score 

Dyskinesia 

Detect 

Dyskinesia 

Prob 

Dyskinesia 

Score 

Medication 

Flag 

Medication 

Name 

1001 13/01/2015 8:32 0 0 0 0 0 0   

1001 13/01/2015 8:34 0 0 0 0 0 0   

1001 13/01/2015 8:36 0 0 0 0 0.7 0   

1001 13/01/2015 8:38 0 0 0 0 0.1 0   

1001 13/01/2015 8:40 1 0.1 0 0 0.4 0   

1001 13/01/2015 8:42 1 1.7 0 0 0 0   

1001 13/01/2015 8:44 1 1.9 0 0 0.3 0   

1001 13/01/2015 8:46 1 2 0 0 0.1 0   

1001 13/01/2015 8:48 1 1.7 0 0 0.8 0   

1001 13/01/2015 8:50 1 1.6 0 0 0.1 0   

1001 13/01/2015 8:52 1 1.7 0 0 0.4 0   

1001 13/01/2015 8:54 1 1.7 0 0 1.3 0   

1001 13/01/2015 8:56 1 1.4 0 0 0.7 0   

1001 13/01/2015 8:58 1 1.4 0 0 0.8 0   

1001 13/01/2015 9:00 1 1.1 0 0 1 0   

1001 13/01/2015 9:02 1 1.1 0 0 0.4 0   

1001 13/01/2015 9:04 1 1.1 0 0 0.2 0   

1001 13/01/2015 9:06 1 1.3 0 0 0.1 0   

1001 13/01/2015 9:08 1 1.4 0 0 0.2 0   

1001 13/01/2015 9:10 1 1.3 0 0 0.4 0   

1001 13/01/2015 9:12 1 1 0 0 0.7 0   

1001 13/01/2015 9:14 1 0.9 0 0 0.6 0   

1001 13/01/2015 9:16 1 0.8 0 0 0.3 0   

1001 13/01/2015 9:18 1 0.8 0 0 0.2 0   

1001 13/01/2015 9:20 1 1.1 0 0 0.1 0   

1001 13/01/2015 9:22 1 1.3 0 0 0.2 0   

1001 13/01/2015 9:24 1 1.5 0 0 0.2 0   

1001 13/01/2015 9:26 1 1.6 0 0 0.2 0   

1001 13/01/2015 9:28 1 1.6 0 0 0.4 0   

1001 13/01/2015 9:30 1 1.5 0 0 0.5 1 Sinemet 

1001 13/01/2015 9:32 1 1.4 0 0 0.3 0   

1001 13/01/2015 9:34 1 1.6 0 0 0.2 0   

1001 13/01/2015 9:36 1 1.6 0 0 0.3 0   

1001 13/01/2015 9:38 1 1.6 0 0 0.3 0   

1001 13/01/2015 9:40 1 1.6 0 0 0.4 0   

1001 13/01/2015 9:42 1 1.6 0 0 0.5 0   

1001 13/01/2015 9:44 1 1.6 0 0 0.3 0   

1001 13/01/2015 9:46 1 1.6 0 0 0.1 0   
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Patient 

ID Date Time 

Tremor 

Detect 

Tremor 

Score 

Dyskinesia 

Detect 

Dyskinesia 

Prob 

Dyskinesia 

Score 

Medication 

Flag 

Medication 

Name 

1001 13/01/2015 9:48 1 1.6 0 0 0.3 0   

1001 13/01/2015 9:50 1 1.5 0 0 0.4 0   

1001 13/01/2015 9:52 1 1.2 0 0 0.5 0   

1001 13/01/2015 9:54 1 1.1 0 0 0.1 0   

1001 13/01/2015 9:56 1 0.9 0 0 0.2 0   

1001 13/01/2015 9:58 1 0.4 0 0 0.2 0   

1001 13/01/2015 10:00 1 0.3 0 0 0.2 0   

1001 13/01/2015 10:02 1 0.1 0 0 0.2 0   

1001 13/01/2015 10:04 1 0.1 0 0 0.2 0   

1001 13/01/2015 10:06 1 0.1 0 0 1.1 0   

1001 13/01/2015 10:08 1 0.2 0 0 1.1 0   

1001 13/01/2015 10:10 1 0.5 0 0 0.8 0   

1001 13/01/2015 10:12 1 0.7 0 0 0.6 0   

1001 13/01/2015 10:14 1 1 0 0 0.8 0   

1001 13/01/2015 10:16 1 1.1 0 0 1 0   

1001 13/01/2015 10:18 1 1.3 0 0 0.2 0   

1001 13/01/2015 10:20 1 1.3 0 0 0.1 0   

1001 13/01/2015 10:22 1 1 0 0 0.1 0   

1001 13/01/2015 10:24 1 0.4 1 1 1.5 0   

1001 13/01/2015 10:26 1 0.2 1 1 1.3 0   

1001 13/01/2015 10:28 0 0 1 1 1.4 0   

1001 13/01/2015 10:30 0 0 1 1 1.6 0   

1001 13/01/2015 10:32 0 0 1 1 1.5 0   

1001 13/01/2015 10:34 0 0 1 1 1.4 0   

1001 13/01/2015 10:36 0 0 1 1 1.6 0   

1001 13/01/2015 10:38 0 0 1 1   0   

1001 13/01/2015 10:40 0 0 1 1 1.4 0   

1001 13/01/2015 10:42 0 0 1 1 1.4 0   

1001 13/01/2015 10:44 0 0 1 1 1.5 0   

1001 13/01/2015 10:46 0 0 1 1 1.3 0   

1001 13/01/2015 10:48 0 0 0 0.5 1 0   

1001 13/01/2015 10:50 0 0 0 0.5 1.2 0   

1001 13/01/2015 10:52 0 0 0 0.5 1.3 0   

1001 13/01/2015 10:54 0 0 0 0.5 1.3 0   

1001 13/01/2015 10:56 0 0 0 0.5 0.8 0   

1001 13/01/2015 10:58 0 0 0 0 1.3 0   

1001 13/01/2015 11:00 0 0 0 0 0 0   

1001 13/01/2015 11:02 0 0 0 0 0 0   

1001 13/01/2015 11:04 0 0 0 0 0.1 0   
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Patient 

ID Date Time 

Tremor 

Detect 

Tremor 

Score 

Dyskinesia 

Detect 

Dyskinesia 

Prob 

Dyskinesia 

Score 

Medication 

Flag 

Medication 

Name 

1001 13/01/2015 11:06 0 0 0 0 0.2 0   

1001 13/01/2015 11:08 1 1.2 0 0 0.9 0   

1001 13/01/2015 11:10 1 1.8 0 0 0.1 0   

1001 13/01/2015 11:12 1 1.8 0 0 0.1 0   

1001 13/01/2015 11:14 1 1.7 0 0 0.1 0   

1001 13/01/2015 11:16 1 1.5 0 0 1 0   

1001 13/01/2015 11:18 1 1.3 0 0 0.2 0   

1001 13/01/2015 11:20 1 1.3 0 0 0.3 0   

1001 13/01/2015 11:22 1 1.7 0 0 1.5 0   

1001 13/01/2015 11:24 1 1.4 0 0 0.3 0   

1001 13/01/2015 11:26 1 1.4 0 0 0.4 0   

1001 13/01/2015 11:28 1 1.2 0 0 0.4 0   

1001 13/01/2015 11:30 1 1.1 0 0 0.3 0   

1001 13/01/2015 11:32 1 1.1 0 0 0.4 0   

1001 13/01/2015 11:34 1 1.4 0 0 0.2 0   

1001 13/01/2015 11:36 1 1.6 0 0 0.1 0   

1001 13/01/2015 11:38 1 1.6 0 0 0.3 0   

1001 13/01/2015 11:40 1 1.6 0 0 0.3 0   

1001 13/01/2015 11:42 1 1.6 0 0 0.7 0   

1001 13/01/2015 11:44 1 1.1 0 0 0.3 0   

1001 13/01/2015 11:46 1 1.1 0 0 0.1 0   

1001 13/01/2015 11:48 1 1.4 0 0 0.1 0   

1001 13/01/2015 11:50 1 1.5 0 0 0.1 0   

1001 13/01/2015 11:52 1 1.6 0 0 0.2 0   

1001 13/01/2015 11:54 1 1.8 0 0 0.2 0   

1001 13/01/2015 11:56 1 1.7 0 0 0.5 0   

1001 13/01/2015 11:58 1 1.6 0 0 0.8 0   

1001 13/01/2015 12:00 1 1.6 0 0 0.2 1 Sinemet 

1001 13/01/2015 12:02 1 1.7 0 0 0.2 0   

1001 13/01/2015 12:04 1 1.5 0 0 0.3 0   

1001 13/01/2015 12:06 1 1.5 0 0 0.3 0   

1001 13/01/2015 12:08 1 1.5 0 0 0.5 0   

1001 13/01/2015 12:10 1 1.5 0 0 0.3 0   

1001 13/01/2015 12:12 1 1.5 0 0 0.2 0   

1001 13/01/2015 12:14 1 1.6 0 0 0.3 0   

1001 13/01/2015 12:16 1 1.6 0 0 0.1 0   

1001 13/01/2015 12:18 1 1.6 0 0 0.5 0   

1001 13/01/2015 12:20 1 1.6 0 0 0.4 0   

1001 13/01/2015 12:22 1 1.4 0 0 0.2 0   
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Patient 

ID Date Time 

Tremor 

Detect 

Tremor 

Score 

Dyskinesia 

Detect 

Dyskinesia 

Prob 

Dyskinesia 

Score 

Medication 

Flag 

Medication 

Name 

1001 13/01/2015 12:24 1 0.8 0 0 0.2 0   

1001 13/01/2015 12:26 1 0.3 0 0 0.2 0   

1001 13/01/2015 12:28 1 0.1 0 0 0.2 0   

1001 13/01/2015 12:30 1 0.1 0 0 0.3 0   

1001 13/01/2015 12:32 1 0 0 0 0.3 0   

1001 13/01/2015 12:34 1 0.1 0 0 0.6 0   

1001 13/01/2015 12:36 1 0.3 0 0 1 0   

1001 13/01/2015 12:38 1 0.5 0 0 0.9 0   

1001 13/01/2015 12:40 1 0.9 0 0 0.9 0   

1001 13/01/2015 12:42 1 1.1 0 0 1 0   

1001 13/01/2015 12:44 1 1.1 0 0 1 0   

1001 13/01/2015 12:46 1 1.2 0 0 0.6 0   

1001 13/01/2015 12:48 1 1.2 0 0 0.1 0   

1001 13/01/2015 12:50 1 0.9 0 0 0.2 0   

1001 13/01/2015 12:52 1 0.2 1 1 1.4 0   

1001 13/01/2015 12:54 0 0 1 1 1.3 0   

1001 13/01/2015 12:56 0 0 1 1 1.5 0   

1001 13/01/2015 12:58 0 0 1 1 1.6 0   

1001 13/01/2015 13:00 0 0 1 1 1.5 0   

1001 13/01/2015 13:02 0 0 1 1 1.5 0   

1001 13/01/2015 13:04 0 0 1 1 1.4 0   

1001 13/01/2015 13:06 0 0 1 1   0   

1001 13/01/2015 13:08 0 0 1 1 1.4 0   

1001 13/01/2015 13:10 0 0 1 1 1.4 0   

1001 13/01/2015 13:12 0 0 1 1 1.5 0   

1001 13/01/2015 13:14 0 0 1 1 1.4 0   

1001 13/01/2015 13:16 0 0 0 0.5 1.1 0   

1001 13/01/2015 13:18 0 0 0 0.5 1.1 0   

1001 13/01/2015 13:20 0 0 0 0.5 0.9 0   

1001 13/01/2015 13:22 0 0 0 0   0   

1001 13/01/2015 13:24 0 0 0 0 0.9 0   

1001 13/01/2015 13:26 0 0 0 0 1.3 0   

1001 13/01/2015 13:28 0 0 0 0 0 0   

1001 13/01/2015 13:30 0 0 0 0 0 0   

1001 13/01/2015 13:32 0 0 0 0 0.8 0   

1001 13/01/2015 13:34 0 0 0 0 0.2 0   

1001 13/01/2015 13:36 1 1 0 0 0.5 0   

1001 13/01/2015 13:38 1 1.6 0 0 0 0   

1001 13/01/2015 13:40 1 1.8 0 0 0.5 0   
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Patient 

ID Date Time 

Tremor 

Detect 

Tremor 

Score 

Dyskinesia 

Detect 

Dyskinesia 

Prob 

Dyskinesia 

Score 

Medication 

Flag 

Medication 

Name 

1001 13/01/2015 13:42 1 1.8 0 0 0.1 0   

1001 13/01/2015 13:44 1 1.4 0 0 0.6 0   

1001 13/01/2015 13:46 1 1.4 0 0 0.1 0   

1001 13/01/2015 13:48 1 1.5 0 0 0.4 0   

1001 13/01/2015 13:50 1 1.7 0 0 1.1 0   

1001 13/01/2015 13:52 1 1.4 0 0 0.3 0   

1001 13/01/2015 13:54 1 1.7 0 0 0.4 0   

1001 13/01/2015 13:56 1 1.2 0 0 0.4 0   

1001 13/01/2015 13:58 1 1.1 0 0 0.3 0   

1001 13/01/2015 14:00 1 1.1 0 0 0.2 0   

1001 13/01/2015 14:02 1 1.2 0 0 0.2 0   

1001 13/01/2015 14:04 1 1.1 0 0 0.2 0   

1001 13/01/2015 14:06 1 1.2 0 0 0.4 0   

1001 13/01/2015 14:08 1 1.3 0 0 0.3 0   

1001 13/01/2015 14:10 1 1.2 0 0 0.8 0   

1001 13/01/2015 14:12 1 1.2 0 0 0.8 0   

1001 13/01/2015 14:14 1 1.3 0 0 0.1 0   

1001 13/01/2015 14:16 1 1.4 0 0 0.1 0   

1001 13/01/2015 14:18 1 1.5 0 0 0.2 0   

1001 13/01/2015 14:20 1 1.8 0 0 0.2 0   

1001 13/01/2015 14:22 1 1.9 0 0 0.2 0   

1001 13/01/2015 14:24 1 1.8 0 0 0.5 0   

1001 13/01/2015 14:26 1 1.7 0 0 0.5 0   

1001 13/01/2015 14:28 1 1.6 0 0 0.2 0   

1001 13/01/2015 14:30 1 1.8 0 0 0.2 1 Sinemet 

1001 13/01/2015 14:32 1 1.7 0 0 0.2 0   

1001 13/01/2015 14:34 1 1.6 0 0 0.4 0   

1001 13/01/2015 14:36 1 1.6 0 0 0.7 0   

1001 13/01/2015 14:38 1 1.6 0 0 0.3 0   

1001 13/01/2015 14:40 1 1.6 0 0 0.4 0   

1001 13/01/2015 14:42 1 1.6 0 0 0.3 0   

1001 13/01/2015 14:44 1 1.6 0 0 0.1 0   

1001 13/01/2015 14:46 1 1.6 0 0 0.4 0   

1001 13/01/2015 14:48 1 1.4 0 0 0.5 0   

1001 13/01/2015 14:50 1 1.3 0 0 0.2 0   

1001 13/01/2015 14:52 1 1.3 0 0 0.2 0   

1001 13/01/2015 14:54 1 0.3 0 0 0.2 0   

1001 13/01/2015 14:56 1 0.1 0 0 0.2 0   

1001 13/01/2015 14:58 1 0.1 0 0 0.3 0   
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Patient 

ID Date Time 

Tremor 

Detect 

Tremor 

Score 

Dyskinesia 

Detect 

Dyskinesia 

Prob 

Dyskinesia 

Score 

Medication 

Flag 

Medication 

Name 

1001 13/01/2015 15:00 1 0.1 0 0 0.2 0   

1001 13/01/2015 15:02 1 0.2 0 0 1.1 0   

1001 13/01/2015 15:04 1 0.2 0 0 1 0   

1001 13/01/2015 15:06 1 0.4 0 0 0.9 0   

1001 13/01/2015 15:08 1 0.6 0 0 1.1 0   

1001 13/01/2015 15:10 1 1.2 0 0 0.8 0   

1001 13/01/2015 15:12 1 1.2 0 0 1.1 0   

1001 13/01/2015 15:14 1 1.4 0 0 0.1 0   

1001 13/01/2015 15:16 1 1.5 0 0 0.1 0   

1001 13/01/2015 15:18 1 1.2 0 0 0.2 0   

1001 13/01/2015 15:20 1 0.6 0 0.5 1.5 0   

1001 13/01/2015 15:22 1 0 1 1 1.2 0   

1001 13/01/2015 15:24 0 0 1 1 1.4 0   

1001 13/01/2015 15:26 0 0 1 1 1.6 0   

1001 13/01/2015 15:28 0 0 1 1 1.5 0   

1001 13/01/2015 15:30 0 0 1 1 1.5 0   

1001 13/01/2015 15:32 0 0 1 1 1.5 0   

1001 13/01/2015 15:34 0 0 1 1   0   

1001 13/01/2015 15:36 0 0 1 1 1.4 0   

1001 13/01/2015 15:38 0 0 1 1 1.4 0   

1001 13/01/2015 15:40 0 0 1 1 1.5 0   

1001 13/01/2015 15:42 0 0 1 1 1.3 0   

1001 13/01/2015 15:44 0 0 0 0.5 1.1 0   

1001 13/01/2015 15:46 0 0 0 0.5 1.1 0   

1001 13/01/2015 15:48 0 0 0 0.5 0.9 0   

1001 13/01/2015 15:50 0 0 0 0   0   

1001 13/01/2015 15:52 0 0 0 0 0.9 0   

1001 13/01/2015 15:54 0 0 0 0 1.1 0   

1001 13/01/2015 15:56 0 0 0 0 0 0   

1001 13/01/2015 15:58 0 0 0 0 0 0   

1001 13/01/2015 16:00 0 0 0 0 0.1 0   

1001 13/01/2015 16:02 0 0 0 0 0.1 0   

1001 13/01/2015 16:04 1 1.3 0 0 0.8 0   

1001 13/01/2015 16:06 1 1.7 0 0 0.1 0   

1001 13/01/2015 16:08 1 1.7 0 0 0.1 0   

1001 13/01/2015 16:10 1 1.7 0 0 0.1 0   

1001 13/01/2015 16:12 1 1.4 0 0 1.1 0   

1001 13/01/2015 16:14 1 1.4 0 0 0.3 0   

1001 13/01/2015 16:16 1 1.4 0 0 0.5 0   
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Patient 

ID Date Time 

Tremor 

Detect 

Tremor 

Score 

Dyskinesia 

Detect 

Dyskinesia 

Prob 

Dyskinesia 

Score 

Medication 

Flag 

Medication 

Name 

1001 13/01/2015 16:18 1 1.6 0 0   0   

1001 13/01/2015 16:20 1 1.4 0 0 0.8 0   

1001 13/01/2015 16:22 1 1.3 0 0 0.7 0   

1001 13/01/2015 16:24 1 1.2 0 0 0.4 0   

1001 13/01/2015 16:26 1 1.2 0 0 1 0   

1001 13/01/2015 16:28 1 1.2 0 0 0.2 0   

1001 13/01/2015 16:30 1 1.5 0 0 0.1 1 Sinemet 

1001 13/01/2015 16:32 1 1.7 0 0 0.3 0   

1001 13/01/2015 16:34 1 1.7 0 0 0.4 0   

1001 13/01/2015 16:36 1 1.6 0 0 0.4 0   

1001 13/01/2015 16:38 1 1.1 0 0 0.5 0   

1001 13/01/2015 16:40 1 1 0 0 0.2 0   

1001 13/01/2015 16:42 1 1 0 0 0.1 0   

1001 13/01/2015 16:44 1 1.1 0 0 0.1 0   

1001 13/01/2015 16:46 1 1.3 0 0 0.2 0   

1001 13/01/2015 16:48 1 1.5 0 0 0.6 0   

1001 13/01/2015 16:50 1 1.5 0 0 0.2 0   

1001 13/01/2015 16:52 1 1.5 0 0 0.4 0   

1001 13/01/2015 16:54 1 1.3 0 0 0.3 0   

1001 13/01/2015 16:56 1 1.3 0 0 0.2 0   

1001 13/01/2015 16:58 1 1.4 0 0 0.2 0   

1001 13/01/2015 17:00 1 1.7 0 0 0.2 0   

1001 13/01/2015 17:02 1 1.5 0 0 0.2 0   

1001 13/01/2015 17:04 1 1.7 0 0 0.8 0   

1001 13/01/2015 17:06 1 1.8 0 0 0.5 0   

1001 13/01/2015 17:08 1 1.5 0 0 0.1 0   

1001 13/01/2015 17:10 1 1.6 0 0 0.1 0   

1001 13/01/2015 17:12 1 1.6 0 0 0.3 0   

1001 13/01/2015 17:14 1 1.6 0 0 0.5 0   

1001 13/01/2015 17:16 1 1.5 0 0 0.4 0   

1001 13/01/2015 17:18 1 1.2 0 0 0.1 0   

1001 13/01/2015 17:20 1 0.7 0 0 0.2 0   

1001 13/01/2015 17:22 1 0.4 0 0 0.2 0   

1001 13/01/2015 17:24 1 0.1 0 0 0.2 0   

1001 13/01/2015 17:26 1 0.1 0 0 0.2 0   

1001 13/01/2015 17:28 1 0.1 0 0 0.2 0   

1001 13/01/2015 17:30 1 0.2 0 0 0.9 0   

1001 13/01/2015 17:32 1 0.4 0 0 1.2 0   

1001 13/01/2015 17:34 1 0.6 0 0 1 0   
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Patient 

ID Date Time 

Tremor 

Detect 

Tremor 

Score 

Dyskinesia 

Detect 

Dyskinesia 

Prob 

Dyskinesia 

Score 

Medication 

Flag 

Medication 

Name 

1001 13/01/2015 17:36 1 1.1 0 0 1 0   

1001 13/01/2015 17:38 1 1.5 0 0 1 0   

1001 13/01/2015 17:40 1 1.2 0 0 0.6 0   

1001 13/01/2015 17:42 1 1.5 0 0 0.2 0   

1001 13/01/2015 17:44 1 1.2 0 0 0.2 0   

1001 13/01/2015 17:46 1 0.7 0 0 0.1 0   

1001 13/01/2015 17:48 1 0.5 1 1 1.4 0   

1001 13/01/2015 17:50 1 0.2 1 1 1.3 0   

1001 13/01/2015 17:52 0 0 1 1 1.4 0   

1001 13/01/2015 17:54 0 0 1 1 1.6 0   

1001 13/01/2015 17:56 0 0 1 1 1.5 0   

1001 13/01/2015 17:58 0 0 1 1 1.4 0   

1001 13/01/2015 18:00 0 0 1 1 1.6 0   

1001 13/01/2015 18:02 0 0 1 1 1.4 0   

1001 13/01/2015 18:04 0 0 1 1 1.3 0   

1001 13/01/2015 18:06 0 0 1 1 1.5 0   

1001 13/01/2015 18:08 0 0 1 1 1.4 0   

1001 13/01/2015 18:10 0 0 0 0.5 1.2 0   

1001 13/01/2015 18:12 0 0 0 0.5 1 0   

1001 13/01/2015 18:14 0 0 0 0.5 1.2 0   

1001 13/01/2015 18:16 0 0 0 0.5 1.2 0   

1001 13/01/2015 18:18 0 0 0 0.5 1.1 0   

1001 13/01/2015 18:20 0 0 0 0.5 1 0   

1001 13/01/2015 18:22 0 0 0 0.5 1.4 0   

 


